


Allen Bradley Reset Procedure.
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Main screen.
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Click on Main Menu.
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Main Menu window is open.
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Click on Company Information.
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Click on NEWTRONIC Logo. 
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Password window is open.
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Enter User name- newtronic and Enter Password- new108
[image: D:\Allen breadly\20140324_155816.jpg]
Reset window is open.
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Hold Factory Reset option around 15sec.
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Click on Logout.
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COMPANY INFORMATION l: NEWTRONIC |

Newtronic Lifecare Equipment Pvt. Ltd.

108-ABCD, Kandivali Co-Op Ind Est Ltd.
Near Hindustan Naka, Charkop, Kandivali(W)
Mumbai: 400067, India

Tel: +91 22 28679326 Fax: +9122 28676059
Email : service@newtronic.in
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